ST MISSOURI DEPARTMENT OF HEALTH [RECEIVED
: _‘) STATE PUBLIC HEALTH LABORATORY By Carol Day at 12:15 pm, Oct 28, 2014
SEeY ALCO-SENSOR IV/RBT.IV MAINTENANCE REPORT

Complste Lhis reporl in duplicale at the \ime of lhe regular monthly provenlive maintenance check, ané whenever instrument is repairad,
Bend copy to Deparimen! ol Heallh; rotain origina! in dopariment [ile, :

ALCO SENSQR W EN . RBT v §H -DATE OF INBPEGTION
: - 575 AND CITY ogc 3£56 3 gg : n{er;a%é - /17{
STRELL POLiCe PeIARImant 115 S wWhlvut §tcel (020 i

CHECKLIST::Place a check {v) 10 the lefl. ol each-item If found to be satislaclory or if opsraling within sstablished: limits. {Wrile
in observed values where delerminad;} Unchecked llems must be corrected balare using instruments.

[I’foléerL READOUT {ALL ELEMENTS OPERATIONAL)

L} TEMPERATURE OF ALGO SENSOR (10°C « 40°C)

E/PmNTEn WORKING PROPERLY

E(TIME AND DATE DISPLAYING PROPERLY

[T_fj/CAL:aHATloN GHECK -
- Run-ihres lests using a standard solution. All three tests must be within & 5% ol the standard value and, must have a spread
%905 or lesz. Check the box oorresponding lo the slandard solution being used. {(PRINTOUT-ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0,085% und 0.105% INCLUSIVE
00 0.040% STANDARD - MUST READ BETWEEN 0,038% and 0.042% INCLUSIVE
{ONLY ONE.STANDARD I$ TO.BE USED PER MAINTENANCE REPORT}

TEST1 W& 010 - Testz W /0] TESTS ¥ v

: mIMULATOR TEMPERATURE {34°% ,2°C)

[EG;F;DETECTOR OPERATING

(] NUMBER OF REFUSALS, SINGE LAST MAINTENANGE REPORT, AND NUMBER OF BREATH TESTS IN EAGH RANGE AS FOLLOWS:
(DO NOT INCLUDE SIMULATOR TESTS) g

REFUSALS (0-.04) l(.05~.09) ) I (.10-.14) } ‘ {16-.19) {Over .19)

List any new parls and describe eny alteralfon or modificalion et was made lo reslore the instrumant (o operate satistactorliy and within esiablished
limits (qse other slde i nacessary) .

MACANE §S  WoRkkiNg W ith's/ SPCLIraints

G}MT * — : FRINT NAME

> I K A LS JoSA c ARFER
R SVAURERTIA NN v AT



dayc
Received


GUTH LABORATORIES, INC,

530 NORTH 67th STREEY ¢ HARRISBURG, PA 17111-45711 ¢ TELEPHOMNE: 717-564-6470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of ‘Lot Number 14200 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on ‘August 6, 2014, using a Perkin Elmer Gas
Chromatograph Autosystern XL S/N: 610N9030209, and found to contain
0.1213% (wfvol) ethyl alcohol. The expiration date for this lot
vumber 15 August5,2016 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L. +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances,

A

Ted L. Pauley, Presidenft
GUTH LABORATORIES, INC,

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose
values are {raceable to NIST.

All balances are calibrated annually by an outside agency using NIST traceable weights.
Calibration verification is done prior 1o each use utilizing NIST traceable weights.
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